
Capillary Column
Model Number: Agilent 19091Z-002
HP-1, 0.2mm * 25m * . Hum
Max temperature: 350 'C
Nominal length: 25.0 m
Nominal diameter: 200.00 urn
Nominal film thickness: O.ll urn
Mode: constant pressure
Pressure: 175.0 kPa
Nominal initial flow: l.O mL/min
Average velocity: 41 cm/sec
Inlet: Front Inlet
Outlet : MSD
Outlet pressure: vacuum

(not installed)

FRONT DETECTOR {NO DET)

SIGNAL 1

Data rate: 20 Hz
Type: test plot
Save Data: Off
Zero: 0.0 (Off)
Range i

Fast Peaks: Off
Attenuation: o

BACK DETECTOR (NO DET)

SIGNAL 2


